Lethal ventricular arrhythmias following one-step pacemaker reprogramming for rapid tracking of atrial tachyarrhythmias.
An abrupt decrease in the pacing rate in patients with dual-chamber pacemakers tracking atrial tachyarrhythmias carries a high risk of malignant ventricular arrhythmia. The pacing rate should be reduced by multistep programming over several days.